**Vector Gating Lead Placement**

G.E. Rev. 25.x

Setup #1

*Counterclockwise:*

White-Black-White-Black

(White-Black-Red-Green)

Setup #2

*Counterclockwise:*

Black-White-Black-White

(Black-White-Green-Red)

(This set up may not work at 3T 750)

***Safe Placement of ECG Cable Placement***

CORRECT placement! ECG cables should exit the magnet bore directly out from the patient without loops & without touching patient or magnet bore wall.