To: IRB
From: Dawn Banghart
Date: February 6, 2014
Re: Protocol Director: Marcia Lynn Stefanick, MD
     Protocol ID 13464

The Scanco Xtreme II HRpQCT system is an investigational device which requires only IRB review and approval. Health Physics reviewed the device and approved its use as long as there are no device modifications. Based on the provided documentation by the investigator this device meets the requirements of a non-significant risk device.

Approved:

Dawn Banghart, CHP, ARSO